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This report may contain data that are not covered by the NVLAP accreditation.
** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

Shipment: 280 Non Potable Water Chemistry

Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

ID Target * Limits Limits
Sample: Non Potable Water Phenols
Phenols ** mg/L 8009 SM 185530 3.27 2.37 1.67 - 3.07 1.31-3.43 Check For Error
EPA Code: N/A (USGS Only) 71 passed out of 73 reported resuits.
Sample: Non Potable Water Purgeables
1,1,1-Trichloroethane ** ug/L B013 USGS < 0.32 9.00* Satisfactory
EPA Code: N/A 0-4127-96 113 passed out of 121 reported results.
1,1,2,2-Tetrachloroethane ug/L 8013 USGS 18.1 16.6 9.30-23.8 Satisfactory
EPA Code: N/A 0-4127-96 114 passed out of 118 reported results.
1,1,2-Trichloroethane ug/L 8013 USGS 123 103 70.5-135 Satisfactory
EPA Code: N/A 0-4127-96 114 passed out of 118 reported results.
1,1-Dichloroethane ug/L 8013 USGS <035 <10.0"* Satisfactory
EPA Code: N/A 0-4127-96 114 passed out of 116 reported resulls.
1,1-Dichloroethene ug/L B013 USGS 114 114 64.5 - 164 Satisfactory
EPA Code: N/A 0-4127-06 117 passed out of 119 reported results.
1,2-Dichloroethane ** ug/L 8013 USGS 67.5 56.7 * 45.2-69.3 39.1-754 Satisfactory
EPA Code: N/A O-4127-06 110 passed out of 116 reported results.
1,2-Dichiorobenzene ** ug/L 8013 USGS 16.5 14.0" 11.0- 16.8 9.55 - 18.3 Satisfactory
EPA Code: N/A O-4122:08 130 passed out of 132 reported resuits.
1,2-Dichloropropane ug/L 8013 USGS 154 137 94.4 - 180 Satisfactory
EPA Code: N/A O4127:08 113 passed out of 116 reported results.
1,3-Dichlorobenzene ** ug/L 8013 USGS 38.2 33.7° 26.8 - 39.1 23.7-422 Satisfactory
EPA Code: N/A 0-4127-96 130 passed out of 133 reported results.
1,4-Dichlorobenzene ** ug/L 8013 USGS 48.0 424" 33.4-505 29.1-54.7 Satisfactory
EPA Code: N/A 0-4127-96 131 passed out of 135 reported results.



